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SUMMARY
Calibration date: 27 January 1998.     Next calibration due:  27 January 2000.

A collection, analysis and calibration of data from a Digital Inclinometer, s/n 60760005,
has been completed. The calibration was performed by the calibration laboratory, Wyle
Laboratories. These data were collected by Wyle  Laboratories on 27 Jan 1998.

Model  :  DP60
Serial Number :  60760005

The test data presented in data table format show the measured error before calibration.
The test readings compared to the dividing head angle show several readings out of
tolerance, (as indicated by an asterisk).  The report states the data in the data table meet
all tolerances post calibration.

Application:
Add corrections to measurements per post calibration table.




